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DENSITOMETER 

Charles E. Miller and Robert B. Jacobs, Boulder, Colo., 
assignors to the United States of America as repre- 
sented by the Administrator of the National Aeronau- 
tics and Space Administration 

Filed Dec. 30, 1963, Ser. No. 334,672 
4 Claims. (CL 73—32) 

The invention described herein may be manufactured 
and used by or for the Government of the United States 
of America for governmental purposes without the pay- 
ment of any royalties thereon or therefor. 

This invention relates to mass fluid flow measurement 
and, more particularly, to an improved apparatus for 
measuring the density of both single and two-phase flow- 
ing fluids. The invention is particularly concerned with 
an improved electromechanical densitometer for measur- 
ing the densities of flowing cryogenic fluids. 

Mass flow measurement has become increasingly im- 
portant in the operation and testing of rocket engines 
utilizing cryogenic fuels and oxidizers because the changes 
in density occurring during fluid transfer make volume 
flow measurement unsatisfactory. Mass flow rate is fre- 
quently determined by an inferential method wherein a 
product of density and volume flow rates is obtained. A 
problem arising with this method has been the lack of a 
satisfactory technique for measuring the density of a flow- 
ing fluid. 

Various devices have been proposed which vibrate the 
flowing fluid at its natural frequency of vibration and re- 
late this frequency to density. However, because of their 
high operating frequencies and low amplitudes, these de- 
vices have not been satisfactory for measuring two-phase 
flow. 

This problem has been solved by the electromechanical 
method and apparatus of the present invention which 
utilizes a section of flow passage as a sensing element that 
is vibrated transversely at a constant amplitude and fre- 
quency. A dynamometer which connects the flow pas- 
sage to a driving oscillator continuously measures the 
acceleration reaction of the fluid in the passage. This 
acceleration reaction is a product of mass and accelera- 
tion, and a measure of this reaction is also a measure of 
the fluid density in the passage. 

It is an object of the invention to provide an accurate 
apparatus for measuring the density of a flowing fluid 
wherein actual flow is measured instead of a sample whose 
accuracy is doubtful. 

Other objects and advantages of the invention will be 
apparent from the specification which follows and from 
the drawings wherein like numerals are used throughout 
to identify like parts. 

In the drawings: 

FIG. 1 is a vertical sectional view of a density deter- 
mining apparatus constructed in accordance with the pres- 
ent invention; 

FIG. 2 is a diagrammatic view illustrating the dynamic 
equivalent of the apparatus shown in FIG. 1; and 
FIG. 3 is a diagram showing the electronic circuitry 
utilized in the present invention. 

Referring now to the drawings, there is shown in FIG. 
1 an apparatus constructed in accordance with the inven- 
tion for determining the density of a pressurized fluid 
flowing in a pipe 10 or the like in the direction of the 
arrows F. TTiis apparatus, which performs the method 
of the invention, comprises a densitometer 12 that is oper- 
atively connected to the pipe 10 by a pair of spaced cou- 
plings 14 and 16. 

The densitometer 12 includes a movable conduit 18 
having a pair of bellows 20 and 22 mounted on its oppo- 
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site ends. The conduit 18 which is preferably a length 
of substantially rigid tubing is enclosed within a pressure 
housing 24 which comprises a tubular wall 26 with 
opposed end walls 28 and 30 adjacent the bellows 2© and 
22 respectively. The pressure housing 24 is utilized to 
equalize the pressures on the inside and outside of the 
conduit 18 so that this tubing can be extremely thin- 
walled. In this manner the portion of the total vibrated 
mass attributed to the conduit is kept to a minimum. 

The pressure housing 24 is mounted in a vacuum jacket 
32 which includes a tubular side wall 34 having its 
opposed ends covered by plates 36 and 38 spaced from the 
pressure housing end walls 28 and 30 respectively. The 
vacuum jacket 32 is evacuated by a suitable vacuum pump 
39. The pressure housing 24 along with the conduit 18 
is thermally insulated from the ambient surroundings by 
the vacuum jacket 32 when a cryogenic fluid is flowing 
in the pipe 10. 

A pair of rigid transfer lines 40 and 42 extend from the 
couplings 14 and 16 respectively to the end plates 36 and 
38 respectively. The line 40 comprises a rigid outer cas- 
ing 44 which extends through the end plate 36 and is 
rigidly secured thereto concentrically with the tubular 
side wall 34 by a circular mounting plate 46. The fluid 
line 40 further includes a rigid inner casing 48 concentric 
with the outer casing 44 that extends through the plate 
36 to the end wall 28 of the pressure housing 24 and is 
rigidly secured thereto. The transfer line 42 similarly 
comprises a rigid outer casing 50 that is secured to the 
end plate 38 by a plate 52 and a rigid inner casing 54 
that is rigidly secured to the end wall 30 of the pressure 
housing 24. 

The inner casings 48 and 54 are spaced inwardly from 
the outer casings 44 and 50, and these relative positions 
are maintained by the couplings 14 and 16 respectively. 
The spaces between these inner and outer casings com- 
municate with the interior of the vacuum jacket 32 
through the plates 46 and 52 which also maintain the 
transfer lines 40 and 42 respectively concentric with the 
vacuum jacket 32. In this manner cryogenic fluid in the 
inner casing 48 and 54 is thermally insulated. The rigid 
inner casings 48 and 54 likewise maintain the pressure 
housing 24 concentric with the vacuum jacket 32. It will 
be appreciated that if the fluid in the line 10 and tubing 
18 need not be thermally insulated, the vacuum chamber 
32 can be removed and single walled casings may be sub- 
stituted for the transfer lines 40 and 42. 

The outboard end of the bellows 20 and 22 are rigidly 
secured to the end walls 28 and 30 respectively of the 
pressure housing 24. These bellows provide the necessary 
flexibility for the movable conduit 18, and single-ply 
beryllium copper has been found to be satisfactory for 
this purpose. Because of the pressure sensitivity of the 
bellows 20 and 22, the interior of the inner casing 54 is 
connected to the interior of the pressure housing 24 
through a pressure equalizing tube 55. This arrangement 
removes any pressure differential across the bellow walls 
thereby eliminating any pressure sensitivity. 

As an alternate embodiment it is contemplated that 
sliding seals may be used between the ends of the conduit 
18 and the mating ends of the transfer lines 40 and 42. 
In this embodiment the bellows 20 and 22 are not used 
and the pressure housing 26 is eliminated. In order to 
maintain an equivalent dynamic system a retarding spring 
is utilized with the sliding seals. 

A mechanical oscillator 56 located directly above the 
densitometer 12 generates a sinusoidal motion in the tub- 
ing 18 of controlled amplitude and frequency. The oscil- 
lator 56 is preferably in the form of a Scotch yoke mecha- 
nism comprising a crank 58 with a slotted cross head 60 
at right angles to the direction of rectilinear motion. Uni- 
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form rotation of the crank 58 produces a harmonic mo- 
tion in the cross head 60, and this rotation is produced by 
a synchronous motor 61 operably connected to the oscilla- 
tor 56 by a clutch 62 that is preferably of the overload 
type to protect various parts of the apparatus in case of 
any malfunctioning. 

A strain gage type dynamometer 64 which operates on 
the unbounded strain gage principle is enclosed in a hous- 
ing 66 mounted on a bracket 68, and this dynamometer is 
in the vertical plane between the oscillator 56 and the 
conduit 18. To minimize heat conduction, the dyna- 
mometer 64 is operably connected to the flow passage 18 
by a small diameter rod 70 of stainless steel or the like 
which extends through the wall 34 along the axis of the 
circular bracket 68 and is attached to the cold surface of 
the tube 18 by a suitable clamp 72. A cylinder 74 of 
insulating material is carried by a sleeve 76 mounted below 
the dynamometer 64 between the vacuum jacket 32 and 
the pressure housing 24, and the rod 70 extends through 
the cylinder 74 to reduce convection currents in the hous- 
ing 66. 

A ball bearing spline assembly 78 is mounted in the 
sleeve 76 immediately below the dynamometer 64 adja- 
cent the cylinder 74. The assembly 78 is utilized to re- 
strict the motion of the flow passage 18 and the dynamom- 
eter 64 to one degree of freedom. 

A diaphragm seal 80 including a flexible diaphragm and 
piston are mounted on a ring 82 on the top of the housing 
66 above the dynamometer 64. The diaphragm seal 80 
serves as a seal for the pressure housing 24, and the 
diaphragm is preferably of a rubber impregnated fabric 
capable of withstanding high pressures. A rod 84 ex- 
tending downward from the cross head 60 operably con- 
nects the oscillator 56 to the dynamometer 64 through the 
diaphragm seal 80. 

Referring now to FIG. 2, there is illustrated schemat- 
ically the system employed in measuring fluid densities 
according to the present invention. The basic principle 
upon which the method and apparatus of the invention 
operates is that the mass of any vibrating system is a pri- 
mary factor in determining the dynamic characteristics 
of the system. Thus, if the fluid flowing through the 
system measurably affects the vibrating mass, a means of 
measuring fluid density is provided. 

More particularly, the flow passage 18, which is sup- 
ported by the bellows 20 and 22 having a transverse spring 
constant A B , is driven with a sinusoidal motion (x 0 sin wf/) 
by the oscillator 56 through the dynamometer having a 
spring stiffness A. The vertical motion of the flow pas- 
sage 18 is x(t). The effective damping force, assumed 
to be viscous, is designated by cx(t). Assuming the fluid 
in the passage behaves as a rigid body, the acceleration 
reaction of the mass is M&(t) where M is the total vibrat- 
ing mass of the system (M=m+pF) and m is the tare 
mass, V is the volume of the fluid affected by the motion 
of the passage, and p is the density of the fluid. The re- 
sulting equation of motion is 

M#(t)-hC,v(t) + (k+k B )x(t)—kx 0 sin 

One form of the solution of this equation is 


x(0 = fr 


Z n COS a 




sin (cjf l — a) 


where the angle a is the phase angle between the motion 
of the passage and is governed by the equation: 


In order that the dynamometer output be a linear func- 
tion of density, it is necessary that a be negligibly small, 
and by employing a stiff dynamometer (A>>Afw { 2 ), fre- 
quency ratios Of/w n ) on the order of Vaono can be readily 
obtained. This is sufficient for a subcritically damped 
system (c/c 0 <l) to cause an inphase motion between the 
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driver and the passage. Assuming that the terms men- 
tioned are negligible, the above equation reduces to 

* (0= [i+fed sin w,t 

The amplitude of the vibrated passage 18 will differ 
from that of the oscillator 64 by an amount determined 
from the ratio k B /k. Because the sensitivity of the in- 
strument is directly proportional to the amplitude of the 
passage, it is desirable that the amplitude be maximum; 
therefore, a design criterion is A>>A B . 

From the above equation, the maximum force exerted 
on the dynamometer is 

Emnx “Ab-Vo — x 0 M Wf 2 

and solving this equation explicitly for density produces 
p~a-|-5F mftX , where a and h are constants defined by 

a=(k B -mv { Z)/(Va,f2), b— — \/(x Q Vw t 2 ) 

In operation, a fluid flowing in the pipe 10 is conducted 
through the densitometer 12 from the coupling 14 to the 
coupling 16. As this fluid flows through the movable 
conduit 18, it is vibrated by the oscillator 56, and the 
dynamometer 64 senses the force exerted by the passage 
18. This force generates an electrical signal (E ac ) in 
phase with this motion and proportional to the maximum 
force. More particularly, 

max 

This electrical signal is rectified by the circuitry shown 
in FIG. 3 to provide a resulting signal (E dc ) that is pro- 
portional to the maximum force (F max ). The final rela- 
tion of fluid density takes the form where 

a and b ' are constants that are determined experimentally. 

Referring now to FIG. 3, a source 90 of constant volt- 
age supplies direct current power, such 10 volts, to a 
bridge 92 of the dynamometer 64. The previously de- 
scribed electrical signal (E ac ) from the dynamometer 64 
passes through an isolation transformer 94 to a band pass 
filter 96. By way of example a 12 c.p.s. millivolt level 
signal from the dynamometer is first filtered by a filter 
designed to pass frequencies in the 11-13 c.p.s. range. 

The signal is then amplified by a factor of several hun- 
dred by a D.C. amplifier 98 whereupon it is rectified by a 
full wave rectifier 100. The resulting signal (E dc ) is re- 
filtered by a filter 102 to remove ripple and transmitted 
to a voltmeter readout 104 connected to a biasing net- 
work 106. Either an analog or digital voltmeter can be 
used as the final readout equipment. When the output 
from the dynamometer 64 exceeds a predetermined level, 
a clutch control 108 de-energizes the clutch 62 to stop the 
oscillator 56. 

While a preferred embodiment of the apparatus of this 
invention has been described, various modifications may 
be made without departing from the spirit of the inven- 
tion or the scope of the subjoined claims. For example, 
it is contemplated that other devices may be used in place 
of the oscillator 56 and dynamometer 64 for vibrating 
the tubing 18 at a controlled amplitude and frequency 
through the application of a measured force. A solenoid 
could be substituted for these elements, and the voltage 
applied to the solenoid to obtain a given amplitude would 
be measured to obtain a value for the force. 

What is claimed is: 

1. An electromechanical densitometer for measuring 
the density of a pressurized cryogenic fluid flowing in a 
pipe comprising: 

a substantially rigid chamber, 

a fluid conduit within said chamber for receiving the 
pressurized cryogenic fluid from the pipe, 

a pair of spaced bellows, each having one end con- 
nected to said conduit and the opposite end con- 
nected to said chamber, 

means for pressurizing said chamber to the pressure of 
the flowing cryogenic fluid to eliminate pressure sen- 
sitivity of said bellows. 
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a vacuum jacket surrounding said chamber for ther- 
mally insulating the same, 

a pair of couplings secured to the pipe containing the 
cryogenic fluid at spaced points on opposite sides of 
said chamber, 

a transfer line secured to each of said couplings ex- 
tending into said vacuum jacket to said chamber, 
each of said transfer lines comprising, 
an outer casing having one end rigidly secured to one 
of said couplings and the other end secured to said 
chamber, and 

an inner casing having one end rigidly secured to said 
coupling and the other end secured to said chamber, 
a mechanical oscillator for generating a sinusoidal mo- 
tion, 

means for connecting said oscillator to said conduit for 
vibrating the same in said chamber transversely in 
a single plane at a controlled amplitude and fre- 
quency, 

a dynamometer for sensing the force exerted by the 
vibrating conduit and cryogenic fluid flowing therein 
and generating an electrical signal in phase with 
said vibrating conduit, said signal being proportional 
to the maximum force exerted by said conduit, and 
means for monitoring said electrical signal. 

2. Apparatus as claimed in claim 1, wherein said 
means for monitoring the electrical signal includes 

a bridge operably connected to dynamometer, 
a constant voltage power supply connected to said 
bridge, 

a transformer connected to said bridge for receiving 
said signal, 

a filter connected to said transformer, and 
an amplifier connected to said filter. 

3. Apparatus as claimed in claim 2, including 
a full wave rectifier connected to said amplifier, 
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a filter connected to said rectifier, and 
a voltmeter connected to said filter. 

4. Means for metering the density of fluid flowing in 
a line having a constant inside diameter, including 
g a pair of spaced couplings in a portion of the line ar- 
ranged in coaxial and axially spaced relation, 
a closed chamber positioned between said couplings, 
a pair of transfer lines rigidly secured to said spaced 
couplings and extending into opposite ends of said 
JO closed chamber, the inside diameter of said transfer 
line being substantially equal thereby providing rigid 
inlet and outlet ports of equal size at opposite ends 
of said closed chamber, 

a conduit in said chamber having a straight bore with 
15 an upstream end adjacent the inlet port and a down- 
stream end adjacent the outlet port thereby providing 
a continuous passage for the fluid flowing in the 
line between the ports, 

means for vibrating said conduit in transverse relation 
20 to the line of flow at a large amplitude and low 
frequency with the downstream end of the conduit 
moving differentially with respect to the outlet port, 
means for measuring the force exerted by the vibrated 
conduit and the fluid therein, and 
25 means responsive to said force for providing a measure 
of the density of the flowing fluid. 
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